www.e-arm.org to subacute stages, there are strong evidences that increased therapeutic activity can lead to better post-stroke outcome [2] [3] [4] [5] . Recently, an intensive rehabilitation program (3 hours per day for 5 days per week) has been recommended for a subacute stroke phase inpatient rehabilitation facility [6] . However, hospitalized patients in Korea who need extensive rehabilitation treatment spend more than 50% of the daytime resting alone in their hospital rooms. These findings indicate that patients need additional considerable time to engage in therapeutic activity outside the conventional physical therapy room. Patients could achieve better function if they perform more intensive rehabilitation treatments during the subacute phase. During this period, patients with better functional status may exercise by themselves. However, those with severe symptoms such as ataxia or weakness cannot exercise on their own. For severe patients, one way to increase their exercise time is to actively involve family members (or their private caregivers) in the rehabilitation process [7, 8] .
A recent pilot study has indicated that gait training using robots for subacute non-ambulatory patients without therapists is a safe, effective, and feasible treatment [9] . Additionally, a recent Cochrane review has revealed that caregiver-mediated exercises (CME) can improve functional ability and health-related quality of life of people with stroke [7] . These results demonstrate that CME can augment current therapeutic options for stroke rehabilitation. Stroke patients want to be able to exercise in the ward besides rehabilitation therapy at the physical therapy room. However, for severely impaired stroke patients, performing exercise alone in their ward presents restrictions due to safety concerns such as falls. To address these safety problems, robot has been used for patients who have difficulty in performing exercises by themselves in the ward.
The objective of this study was to determine the effect of caregiver driven robot-assisted in-ward training in additional to conventional rehabilitation program on balance and weakness problems in subacute stroke patients. A comparative analysis of clinical index was performed using retrospective data for 15 cases of stroke patients who received caregiver driven robot-assisted in-ward training in subacute stroke phase.
MATERIALS AND METHODS

Purpose of robot use
Four Robin-T (TES Co., Osan, Korea) units were used at Dong-A University Hospital, in Busan, Korea since February 2014. Originally, the robot was developed for transferring patients who had difficulty to move so that their activities of daily living (ADL) could be improved. However, it could not be used because of a long preparation time to put on safety equipment and its slow speed of moving. However, the safety equipment for preventing falls provided good stability. This feature could allow the robot to be used as a sitting device, a standing frame, or www.e-arm.org a partial body-weight support high-walker. It could be utilized safely within a ward. Such robot can alert patients who want to exercise by themselves in their ward but could not walk independently due to poor balance or hemiplegia after stroke. Therefore, they could have more time for rehabilitation.
Appearance of robot
The robot weights approximately 120 kg. It has four wheels to make it easier to move. Two straps affix the lower limbs and one strap affixes the waist. Its main frame has a handle that can be grabbed easily (Fig. 1) . The two straps that affix the lower limbs become an X shape when patient wears them. It could help partial weight-bearing. The waist strap could prevent backward falling tendency. These straps combined with its heavy weight frame can protect patient from falling backwards or sideways. To get on this robot, the patient needs to sit on the bed. The caregiver places the robot in front of the patient. The patient then leans on the trunk of the robot and grabs the handle with their hands. The caregiver then helps the patient put on the waist and lower limbs straps. The height can be adjusted using a remote control attached to the robot.
Therapeutic application
According to functional status of the patient, usage level of the robot was set before treatment. Patients who were unable to maintain independent sitting balance could use the robot as a sitting device. Those who were unable to maintain independent standing balance actively could use the robot as a standing frame to improve their antigravity muscle strength, control head and trunk posture, maintain standing ability, and prepare for gait training. Patients who were unable to walk without assistance could use the robot as a high-walker to improve gait mobility and balance. When patient reached desired function during treatment, the usage level of the robot could be changed to the next level. In rehabilitation wards, the robot was used as a sitting device for patients who needed sitting balance training ( Fig. 2A) . Fixed wheels acted as a safe standing frame for patients who needed standing balance training and lower extremity strengthening (Fig. 2B ). For patients who performed gait training with a partial body weight support device in a rehabilitation room and those who conducted gait training using a walker or cane, this robot could be used as a partial body-weight support high-walker (Fig. 2C) . Using the robot, patients could ambulate around the ward and go to restroom under their caregiver's supervision or with minimal assistance. To utilize these robots in wards, www.e-arm.org physicians explained to patients and caregivers on how to use the device and safety equipment. After the demonstration, patients and caregivers verified that they could understand and use the device safely as a measure of exercise by themselves. All patients' caregivers used this device independently without any help from the medical team. Patients watched television while using the device in a sitting position. It enabled safe sitting balance training and core muscle strengthening exercises.
Participants and study design
Medical records of patients who had used Robin-T were analyzed retrospectively. Patients who had been diagnosed with subacute stroke were enrolled. Subjects were referred to the Department of Physical Medicine and Rehabilitation, Dong-A University Hospital between June 2014 and December 2016 to receive rehabilitation treatment. During this period, 22 patients used these devices. Each patient used the robot at least 30 minutes per day. Among these patients, those with recurrence of stroke, cognitive impairment, or previous history of musculoskeletal issues resulting in gait problems were excluded. Patients whose caregiver were changed twice or more, those who did not comply with the guidance, and those who could not utilize the robot longer than 30 minutes per day were excluded. Retrospective review was performed for the remaining 15 patients. All patients had hemiplegia or ataxia within 3 months of stroke onset. All patients received conventional rehabilitation programs, including medication, physical and occupational therapy, and neuromuscular electrical stimulation.
Inclusion criteria were: (1) those who understood Korean, (2) those who were still in the subacute rehabilitation phase (1 week to 3 months post stroke), (3) those who had a caregiver willing to participate in the program, (4) those who could follow instructions, (5) those who had mobility problems caused by stroke (Functional Ambulation Category [FAC] score <4), and (6) those who had adequate cognition to participate (Mini-Mental State Examination score >23). Caregivers (partner, family member, or private caregiver) were eligible to participate if they were physically able to perform the exercise with the patient, understood Korean, and agreed to provide support to the patient without significant symptoms of depression.
Evaluations
All data were collected from medical records after treatment. Clinical improvement was assessed by changes between before and after caregiver driven robot-assisted in-ward training using the Korean version of Modified Barthel Index (K-MBI), Functional Independence Measure (FIM), and FAC. The K-MBI measures independence in ADL, with a maximum score of 100. It assesses 10 ADLs: bowel control, bladder control, personal hygiene, toilet transfer, bathtub transfer, feeding, dressing, wheelchair transfer to and from bed, walking (or wheelchair management if the patient is non-ambulatory), and ascending and descending stairs. The FIM has a total of 18 items. It is also used to assess performance during tasks that can be broadly categorized as ADL, mobility, and cognition. Each item is scored from 1 to 7, with 7 signifying complete independence or normal functioning and 1 signifying complete dependence or requiring total assistance. The total maximum score of FIM is 126 which indicates total independence. Its minimum score is 18, indicating that full assistance is required for all 18 items. The study protocol was approved by the Institutional Review Board of Dong-A University Hospital (No. DAUHIRB-17-129).
Statistical analysis
For statistical analysis, Wilcoxon rank sum test was used. Data were analyzed using SPSS version 22.0 for Windows (IBM, Armonk, NY, USA). Table 1 shows participants' characteristics at baseline. Fifteen patients (8 men and 7 women) were included in this study. The average age of these participants was 56.7 years and the average Mini-Mental State Examination score was 25.2. Six patients received sitting balance training at the physical therapy room. Seven patients received standing balance training and two patients received gait training. Five caregivers were family members of patients. The remaining 10 caregivers were those who had been employed. All patients utilized the robot for 2 to 6 weeks. Initially, patients used the robot as a sitting device (n=6), a standing frame (n=7), or a partial body-weight support high-walker (n=2). When patient function was improved, the usage level of the robot was changed to the next level.
RESULTS
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At the time of treatment termination, only one patient used the robot as a sitting device. Six patients used it as a standing frame while eight patients used it as a partial body-weight support high-walker. Scores of K-MBI (D17.47±10.72) and FIM (D19.80±12.34) were improved in all patients. The score of FAC (D1.07±0.46) was improved in fourteen patients (Table 2 ). There were no reported side effects such as falls or pressure ulcer from the strap.
Patient case using the robot as a sitting device
In the present study, Case #2 (bilateral pontine hemorrhage, a 48-year-old man) was transferred to the rehabilitation center at 65 days after the onset of stroke. The patient exhibited dysarthria, dysphagia, and mild double hemiplegia and severe ataxia on both upper and lower limbs, all of which greatly inhibited ADL. He initially presented with severe ataxia and weakness on both sides. He was poor at weight bearing and balance. Thus, maximal assistance by the physical therapist was needed for training. In the ward, sitting balance training at bedside presented limitations. He could not maintain a sitting posture without maximal support. We used the device to assist him with sitting balance training. With the X-figure leg strap and waist support strap, the patient could make a chair sitting posture ( Fig. 2A) . Using this robot for sitting balance training, the patient's erector muscles of the spine seemed to be getting stronger. He could maintain sitting balance independently without any back support. He was encouraged to get out of the bed during the day. At discharge, he could stand up with moderate assistance.
Patient case using the robot as a standing frame
The most dramatic improvement in K-MBI and FIM scores was observed in Case #5 (right pontine infarction, a 60-year-old woman). She was transferred to the rehabilitation center at 41 days after the onset of stroke. The patient exhibited left hemiplegia and ataxia on the upper and lower left limbs. She had difficulty of gait initiation with backward falling tendency. Thus, supervision or minimal assistance by a physical therapist was needed for standing balance training. In the ward, static standing balance training by a caregiver was dangerous due to her poor balance. To support her body weight, the robot was used. With waist support strap and handle, the patient demonstrated increased stability. She could perform inward standing training under a caregiver's supervision (Fig. 2B) . Using this device for therapeutic exercise was www.e-arm.org effective in improving gait and balance function and ADL (p<0.05) for this patient. She and the caregiver (her husband) could independently use the device without help from the medical team. At discharge, she could walk through support from a walker with moderate assistance.
Patient case using robot as a partial body-weight support high-walker
Case #15 (left cerebellar infarction, a 65-year-old man) was transferred to the rehabilitation center at 58 days after the onset of stroke. Although his muscle powers on the left upper and lower limbs were relatively well maintained, appropriate motor functions could not be performed due to ataxia and abnormal motor responses, all of which inhibited self-gait. In the ward, high-walker gait training with a caregiver was dangerous due to the patient's falling tendency. We used this robot for gait training in the ward. With the waist strap, the patient demonstrated decreased falling tendency. He could walk with minimal assistance from a caregiver in the ward (Fig. 2C) . The private caregiver could independently use the robot without any help from the medical team. At discharge, the patient could walk with a walker under a caregiver's supervision.
DISCUSSION
To the best of our knowledge, this is the first trial that investigates the effect of using robot in subacute stroke patients in the ward without any assistance from medical team. We found that the use of Robin-T robot allowed patients to have more rehabilitation time. Those who received caregiver driven robot-assisted in-ward training had additional 600 minutes of exercise time. Clinically meaningful improvements in K-MBI, FIM, and FAC scores were observed for most patients. Even in those patients who could not initially stand, assisted standing exercises became feasible. None of these patients reported feeling uncomfortable using these robots. In fact, patients were quite motivated and eager to participate in the exercise program. By using Robin-T robot, patients spent more time exercising which resulted in increased functional recovery. Those patients who were not able to independently receive rehabilitation treatment due to weakness and ataxia after a stroke demonstrated good results from using the robot. They were sufficiently motivated to receive rehabilitation treatment. By eliminating the risk of falls, patients could exercise beyond rehabilitation treatment time in physical therapy room. www.e-arm.org
In conventional rehabilitation, a therapist's role is fixed and unmovable. Therefore, most treatment is conducted in a rehabilitation treatment room. For most stroke patients who find it difficult to move, traveling to a facility for rehabilitation is a challenge. Without a main caregiver, it is often impossible for patients to get to their rehabilitation treatment room [10] . Therefore, caregivers and therapists face significant burden. Research is being performed to investigate ways to reduce such burden. A recent study has shown that video-based therapy for postacute stroke patients is safe without negatively impacting independence or being stressful to caregivers [11] . In the same context, the use of Robin-T robot reduced such burden and allowed additional time for rehabilitation treatment in the ward. Thus, structured physical activity programs could be conducted. In addition, previous studies have suggested that caregivers can affect patients' outcomes [12] . Galvin et al. [13] have found that familymediated exercises have positive effects on functional outcome of stroke patients and perceived strain in caregivers. When family-mediated exercises were performed, both patients and caregivers showed physical and psychological benefits from the program [13] . Other studies have suggested that involving caregiver in rehabilitation could reduce the fear about problems that may encounter during caregiving [7, 14] . A previous trial has been reported that conducting mutual interaction exercise between dementia patient and caregiver could increase pleasure, mood, and self-esteem [15] . These studies suggest that structured patient-caregiver interaction not only affects patients, but also caregivers.
In this study, clinical usage of Robin-T as a sitting device, a standing frame, or a partial body-weight support high-walker was reviewed. Sitting device is a common intervention for individuals who have inadequate trunk control or core instability. It has been proven to be effective in improving dynamic sitting balance [16] . Standing frame is a common intervention for individuals who have inadequate postural control or lower limb strength [17] . It could be used in passive static standing practice. It is frequently applied when independent standing is impossible. Body-weight support systems have been widely used for post-stroke gait rehabilitation [18] [19] [20] . These systems can improve body weight distribution between paretic and non-paretic limbs. Therefore, erect posture could be facilitated. They can promote improvement in spatial-temporal gait characteristics, including interlimb symmetry of stance and swing phases, muscle activity, and joint angle excursions of the lower limbs [21] . Gait training may provide a degree of passive movement to the lower limbs with little change in muscular activation, thus limiting the extent of skill transfer to overground walking. Gait training with overground body-weight support has an additional benefit of improving step-length symmetry. In addition, body-weight support training also can promote immediate and durable improvement in paretic step length [22] . Patients' gait ability is considered to be improved based on such aspects. Further research is needed to examine changes in parameters such as gait symmetry, gait velocity, and bilateral coordination.
This study has several limitations. First, the present retrospective case series enrolled a diverse group of stroke patients with weakness and ataxia. Second, locations of lesions in each patient did not coincide. Third, this study did not have a control group. Therefore, it was impossible to discriminate the effect between robot and conventional rehabilitation. Fourth, there was no quantitative survey on the increase time of the exercise and satisfaction of the patient or caregiver. Fifth, only better compliance patients were enrolled. Therefore, the effect of poor compliance patient was unattainable. Although not much evidence can be gleaned from a case series, this is an appropriate method to explain and begin the discussion regarding the ability of this new treatment to improve in-ward stroke rehabilitation. Further research in the form of randomized controlled trials is needed to determine the effect of in-ward robot use to gain insight into which exercise might be the most appropriate for stroke patients and to determine the effect of a combination of different rehabilitation principles and guidelines. Future trials may recruit patients similar to those used in this study using additional outcome parameters such as 6-Minute Walk Tests of gait speed and stride length to make different trials comparable. Additionally, further investigations should examine whether the introduction and combination of other types of therapy in rehabilitation programs could translate into quicker or better recovery for patients after stroke. Large-scale investigations are also needed to confirm our preliminary findings.
It is important to note that it is difficult for some patients to use this robot. Some are too heavy for a caregiver to board them onto the device. Those with severely poor www.e-arm.org sitting balance needed one caregiver to maintain the sitting posture while another caregiver was needed to move the robot. In addition, patients with poor cooperation who hung on the robot were unable to achieve weight bear. Thus, therapeutic effects could not be expected for such patients. Without motivation, treatment with this device is infeasible. Based on our research, the following indications are suggested for this device: (1) patients need sufficient cognitive ability to fully communicate, (2) patients should be motivated for rehabilitation, and (3) patients should be boarded onto the device with the assistance of one caregiver.
In conclusion, utilization of robot device for caregiver driven robot-assisted in-ward training effectively ameliorated stroke patients' ataxia and improved functions of their lower limbs. Caregivers play an important role in the care and continuing rehabilitation of patients after stroke. In subacute stroke patients, the use of robot resulted in improvement in sitting and standing balance as well as gait functions. This study has shown that performing additional rehabilitation treatment with Robin-T robot in the ward is feasible and beneficial for stroke patients. It may offer an approach to improve patient independence and improve patient outcomes.
